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Hinweis

1. Hinweis
Bitte verwenden Sie das Produkt ausschlielich wie in diesem Dokument beschrieben.
Verwenden Sie zur Montage ausschliefllich das im Lieferumfang enthaltene Zubehdr.

MACHEREY-NAGEL C(bernimmt keine Garantie fir Verwendungen und Montagen
auBerhalb der beschriebenen Vorgaben.

Haben Sie Fragen?

|

Unser Service Team unterstitzt Sie
gemn bei Ihrem Anliegen:

Kundenservice
Tel.: +49 24 21 969-333
support@mn-net.com
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2. Lieferumfang
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= Oberteil (A)

= Unterteil (B)

= Kapillare (C)

= VVorsaule (D)

= PEEK Ferrule (E)

= Montagewerkzeug (F)

= Ersatzferrulen (G)
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Montage

3. Montage
Schritt 1:

Schieben Sie ein Ferrule (E) auf die Kapillare (C) am Unterteil (B) des Halters und schieben
Sie es so weit wie moglich hoch. Das Ferrule (E) erreicht seine finale Position beim ersten
Aufschrauben auf die analytische Saule.
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Schritt 2:

Offnen Sie den Vorsaulenhalter (A+B) mit Hilfe der beigelegten Montagewerkzeuge (F).

Setzen Sie diese 90° zueinander verdreht an, um ein besseres Geflhl zu haben.
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Schritt 3:

Halten Sie das Unterteil (B) des Halters mit der Offnung nach oben und setzen Sie die
Vorsaule (D) ein. Setzen Sie die Vorsaule (D) immer nur in das Unterteil (B) des Halters
ein. Es gibt dabei keine Vorzugsrichtung. Halten Sie das Unterteil (B) dabei am Korper
und nie an der Kapillare (C) fest.

«—0D

|

B

Schritt 4:

Das Unterteil (B) des Halters mit Vors&ule (D) wird weiterhin aufrecht gehalten und das
Oberteil (A) des Halters wird aufgesetzt und handfest bis zum Anschlag zugedreht.
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Montage

Schritt 5:

Setzen Sie die Montagewerkzeuge (F) erneut 90° zueinander auf den geschlossenen
Halter auf und ziehen Sie die Verschraubung fest. Achtung: zu festes VerschlieBen kann
das Gewinde beschadigen!

Schritt 6:
Verbinden Sie den verschraubten Vorséulenhalter in Flussrichtung mit Ihrer Anlage.

Wichtig: Bitte spulen Sie den angeschlossenen Halter zundchst bei niedrigem Fluss fur
circa eine Minute, um die Luft vollstandig aus dem Vorsaulenhalter zu entfernen.

Bei Montage eines ungespllten Halters kann Luft auf die analytsiche Saule gelangen
und die Performance beeintrachtigen.
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Schritt 7:

Trennen Sie den gespllten Vorsaulenhalter von Ihrem Gerat und verbinden Sie lhn mit
lhrer analytischen Saule. Stecken Sie dazu den Vorsaulenhalter geman der Flussrichtung
in die analytische Saule und drehen Sie den Halter handfest darauf.

>p-q

Ziehen Sie den Vorsaulenhalter unter keinen Umsténden unter Zuhilfenahme von
Werkzeug fest! Handfestes Aufschrauben reicht aus! Jegliche Abweichung vom
Protokoll kann zu Schaden an der analytischen Saule oder dem Vorsaulenhalter flihren
und das System irreversibel schadigen.



Wartung

4. Wartung

Wechsel der Ferrules

Mit der Zeit kann sich eine Ferrule (E) durch zu festes Aufschrauben, dauerhaften Kontakt
mit Chemikalien oder Verschlei3 abnutzen. Es ist deshalb ratsam, Ferrules regelmaBig,
spatestens bei Undichtigkeit, zu wechseln. Es durfen ausschlieBlich die beiliegenden,
kompatiblen original MACHEREY-NAGEL Ferrulen (nachbestellbar als REF 718983)
verwendet werden. Nur durch regelméaBiges Wechseln der Ferrules (E) stellen Sie die
optimale Funktion des Vorsaulenhalters sicher.

Produkt Format REF
NUCLEOGUARD Universal Protection System Ferrulen 3 St. 718983
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5. Wechsel der Vorsaule

Sollte die Metallplatte am Eingang der Vorsaule Verschmutzungen oder Kontaminationen
aufweisen, ist ein Austausch ratsam. Sollten keine optischen Mangel festzustellen sein,
kann die Vorsaule entsprechend der Anleitung wieder eingebaut und weiterverwendet
werden. Die Vorsaule darf hierbei NICHT umgedreht werden um zu verhindern, dass
zurtiickgehaltene Partikel auf die analytische S&ule gelangen.

Die Vorsaule sollte zur optimalen Funktion regelmaBig getauscht werden. Dies sollte
spatestens bei erkennbarem Druckanstieg oder nachlassender Performance (z.B.
Verbreiterung der Peaks) erfolgen.

Produkt Format REF

4 x2mm 761904.20
4x3mm 761904.30
4x2mm 761934.20
4 x3mm 761934.30

NUCLEOGUARD UPS Vorséulenkartusche 4/2 C18 Gravity
NUCLEOGUARD UPS Vorsaulenkartusche 4/3 C18 Gravity
NUCLEOGUARD UPS Vorséaulenkartusche 4/2 C18 ec
NUCLEOGUARD UPS Vorsaulenkartusche 4/3 C18 ec
NUCLEOGUARD UPS Vorséulenkartusche 4/2 Universal RP
NUCLEOGUARD UPS Vorséaulenkartusche 4/3 Universal RP

4x2mm 728779.20
4x3mm 728779.30

Weitere Varianten sind online auf der Produktseite erhaltlich.



Troubleshooting

6. Troubleshooting

Wenn Ihr Vorséulenhalter undicht ist, kann dies verschiedene Ursachen haben. Unser
Troubleshooting Quickguide gibt lhnen einen kurzen Uberblick Uber die haufigsten
Probleme. Bitte wenden Sie sich fUr alle Probleme, die Uber dieses Guide hinausgehen
an den MACHEREY-NAGEL Kundensupport.
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A: Der Anschluss der Anlage in den Eingang des
Vorsaulenhalters

= Stellen Sie sicher, dass die Kapillare des Injektors so tief wie mdglich in den Eingang
des Vorsaulenhalters eingefiihrt wurde (bitte beachten Sie dies insbesondere bei der
Verwendung von Metallkapillaren)

= Uberpriifen Sie die Kompatibilitat von Kapillare und Ferrule
= Uberpriifen Sie, ob die Gewinde unversehrt sind

= Stellen Sie sicher, dass die Kapillare korrekt verbunden ist

B: Die Verbindung der Halften des Vorsaulenhalters

= Uberpriifen Sie, ob die Gewinde unversehrt sind, entfernen Sie eventuelle
Verschmutzungen vorsichtig

= Stellen Sie sicher, dass die Vorséule korrekt in das Unterteil eingesetzt ist und richtig
sitzt

= Stellen Sie sicher, dass der Halter gerade zugeschraubt ist

= Uberpriifen Sie, ob Sie den Halter fest genug (mithilfe des Werkzeugs) verschraubt
haben
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C: Die Verbindung zwischen Vorsaulenhalter und analytischer
Séule

= Uberpriifen Sie den Halter auf Sturzschaden, die die Kapillare eventuell beschadigt
oder verbogen haben kénnten

= Stellen Sie sicher, dass der Vorséulenhalter wie beschrieben auf die analytische Saule
aufgeschraubt wurde

= Uberpriifen Sie, dass das PEEK Ferrule in der richtigen Position sitzt

= Uberpriifen Sie, ob das PEEK Ferrule ausgetauscht werden muss. Hinweise dafiir
sind starke Abnutzung, Verformung oder Materialschéden. Bitte beachten Sie, dass
Ferrules auch bei vorschriftsmaBiger Verwendung verschleiBen und gegebenenfalls
gewechselt werden mussen.

Ihre Frage wurde nicht beantwortet? Bitte wenden Sie sich jederzeit an den Kunden-
dienst von MACHEREY-NAGEL!

Email: support@mn-net.com
Tel.: +49 2421-969-333



Produktempfehlungen

7. Produktempfehlungen

Produkt Format REF
NUCLEOGUARD Universal Protection System Starter Kit 718981
NUCLEOGUARD Universal Protection System Vorsaulenhalter 718982
NUCLEOGUARD UPS Ersatzferrulen (3 St.) 718983
NUCLEOGUARD UPS Vorséulenkartusche 4/2 C18 Gravity 4 x2mm 761904.20
NUCLEOGUARD UPS Vorsaulenkartusche 4/3 C18 Gravity 4 x 3 mm 761904.30
NUCLEOGUARD UPS Vorséaulenkartusche 4/2 C18 ec 4 x2mm 761934.20
NUCLEOGUARD UPS Vorsaulenkartusche 4/3 C18 ec 4 x3mm 761934.30
NUCLEOGUARD UPS Vorséulenkartusche 4/2 Universal RP 4 x2mm 728779.20
NUCLEOGUARD UPS Vorsaulenkartusche 4/3 Universal RP 4 x3mm 728779.30

Mochten Sie mehr Uber HPLC Saulen von MACHEREY-NAGEL erfahren?

Katalog Chromatographie (EN)
Broschiire NUCLEODUR® und NUCLEOSHELL® HPLC Phasen (EN)
Flyer NUCLEOSIL® (EN)

Haben Sie Fragen? a
u

nser Service Team unterstitzt Sie
gern bei Ihrem Anliegen:

Kundenservice
Tel.: +49 24 21 969-333
support@mn-net.com
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Chromatographie Service — Hilfreiche Inhalte

www.mn-net.com/chromatography-service

Gut zu wissen

Die  MACHEREY-NAGEL-Applikationsdatenbank enthalt Gber 3000 Anwendungs-
beispiele aus den Bereichen HPLC, GC, DC und SPE und ist kostenlos zuganglich:
https://chromaappdb.mn-net.com


https://media.mn-net.com/pim/Assets/Catalog-Chromatography-EN.pdf
https://media.mn-net.com/pim/Assets/Brochure-Nucleodur-Nucleoshell.pdf
https://qr.mn-net.com/qr/(PDF)Flyer-NUCLEOSIL-the-original-EN
https://www.mn-net.com/chromatography-service

https://qr.mn-net.com/qr/(PDF)Flyer-NUCLEOSIL-the-original-EN
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Note

1. Note 2. Scope of delivery
Please use the product exclusively as described in this document. A B C
Use only the accessories included in the scope of delivery for installation. + +

MACHEREY-NAGEL does not guarantee any use or installation outside the specifications

described. < ‘]

Any questions?

|

Our service team is happy
to assist you:

Customer Service Center
Tel.: +49 24 21 969-333
support@mn-net.com
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= Top Part (A)

= Bottom Part (B)

= Capillary (C)

= Guard Column (D)
= PEEK Ferrule (E)

= Assembly Tool (F)

= Replacement Ferrules (G)

NUCLEOGUARD Universal Protection System, 09.2026 1 |



Assembly

3. Assembly

Step 1:

Slide a ferrule (E) onto the capillary (C) at the bottom part (B) of the holder and push it up
as far as possible. The ferrule (E) reaches its final position when it is first screwed onto
the analytical column.

%
ﬁ
Step 2:

Open the guard column holder (A+B) using the enclosed assembly tools (F). Use the
tools 90° relative to each other to get a better feel.
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Step 3:

Hold the bottom part (B) of the guard column holder with the opening facing upwards
and insert the guard column (D). Always insert the guard column (D) into the bottom part
(B) of the holder only. There is no preferred direction for the cartridge. Hold the bottom
part (B) at its body and never hold it by the capillary (C).

«—D
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Step 4:

The bottom part (B) of the holder with the guard column (D) is kept upright, and the top
part (A) of the holder is placed on top and tightened by hand as far as possible.

J
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Assembly

Step 5:

Place the assembly tools (F) back on the closed holder at a 90° angle to each other and
tighten the screw connection. Caution: Tightening too much can damage the thread!

Step 6:
Connect the screwed guard column holder to your system in the direction of flow.

Important: Please flush the connected holder first at low flow for approximately one
minute to completely remove any air.

If an unflushed holder is installed, air can enter the analytical column and impair
performance.

NUCLEOGUARD Universal Protection System, 09.2026

Step 7:

Disconnect the rinsed guard column holder from your device and connect it to your
analytical column. To do this, insert the guard column holder into the analytical column
in the direction of flow and tighten the connection by hand.

>p-q

You must not tighten the guard column holder using tools! Tightening by hand is
sufficient! Any deviation from the protocol may result in damage to the analytical column
or the guard column holder and cause irreversible damage to the system.

13 | )



Maintenance

4. Maintenance
Replacing the ferrule

Over time, a ferrule (E) can wear out due to being screwed on too tightly, constant
contact with chemicals, or general wear and tear. It is therefore advisable to replace
ferrules regularly, at the latest when the system starts to leak. Only the enclosed,
compatible original MACHEREY-NAGEL ferrules (reordered as REF 718983) may be
used. By regularly replacing the ferrules (E) you ensure the optimal functioning of the
precolumn holder.

Product Format REF

NUCLEOGUARD Universal Protection System Ferrules 3 pcs. 718983
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5. Exchange of the guard column

If the metal plate at the entrance to the guard column cartridge shows signs of dirt or
contamination, it is advisable to replace it. If no visual defects can be detected, the guard
column can be reinstalled and reused in accordance with the instructions. The guard
column must NOT be turned in opposite flow direction to prevent retained particles from
entering the analytical column.

The guard column should be replaced regularly for optimal performance. This should
be done at the latest when a noticeable increase in back pressure or a decrease in
performance (e. g., broadening of peaks) is observed.

Product Format REF

4 x2mm 761904.20
4x3mm 761904.30
4 x2mm 761934.20
4 x3mm 761934.30
4x2mm 728779.20
4x3mm 728779.30

NUCLEOGUARD UPS Guard Column Cartridge 4/2 C18 Gravity
NUCLEOGUARD UPS Guard Column Cartridge 4/3 C18 Gravity
NUCLEOGUARD UPS Guard Column Cartridge 4/2 C18 ec
NUCLEOGUARD UPS Guard Column Cartridge 4/3 C18 ec
NUCLEOGUARD UPS Guard Column Cartridge 4/2 Universal RP
NUCLEOGUARD UPS Guard Column Cartridge 4/3 Universal RP

For more variants please visit our online shop.
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Troubleshooting

6. Troubleshooting

If your guard column holder is leaking, there could be many causes. Our troubleshooting
quick guide provides a brief overview of the most common problems. For any issues not
covered in this guide, please contact MACHEREY-NAGEL customer support.
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A: The connection between your device and the guard column
holder inlet

= Ensure that the capillary of the injector has been inserted as deeply as possible into
the inlet of the guard column holder (please pay particular attention to this when
using metal capillaries).

= Check the compatibility of the capillary and ferrule
= Check that the threads are undamaged.

= Ensure that the capillary is connected correctly.

B: The connection between the guard column holder moieties
= Check that the threads are undamaged and carefully remove any dirt.

= Ensure that the guard column is correctly inserted into the bottom part and is
properly seated.

= Make sure that the holder is screwed on straight.

= Check that you have screwed the holder tight enough (using the tools).
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C: The connection between the guard column holder and the
analytical column

= Check the holder for damage caused by falling, which may have damaged or bent
the capillary.

= Ensure that the precolumn holder has been screwed onto the analytical column as
described.

= Check that the PEEK ferrule is in the correct position.

= Check whether the PEEK ferrule needs to be replaced. Signs of this include severe
wear, deformation, or material damage. Please note that ferrules wear out even when
used as intended and may need to be replaced.

Do you need help or have questions?
Our support team is happy to assist you!
Email: support@mn-net.com

Tel.: +49 2421-969-333
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Product recommendations

7. Product recommendations

Product Format REF
NUCLEOGUARD Universal Protection System Starter Kit 718981
NUCLEOGUARD Universal Protection System Guard Column Holder 718982
NUCLEOGUARD UPS Replacement Ferrule (3 pcs) 718983
NUCLEOGUARD UPS Guard Column Cartridge 4/2 C18 Gravity 4 x2mm 761904.20
NUCLEOGUARD UPS Guard Column Cartridge 4/3 C18 Gravity 4 x3mm 761904.30
NUCLEOGUARD UPS Guard Column Cartridge 4/2 C18 ec 4 x2mm 761934.20
NUCLEOGUARD UPS Guard Column Cartridge 4/3 C18 ec 4 x3mm 761934.30
NUCLEOGUARD UPS Guard Column Cartridge 4/2 Universal RP 4 x2mm 728779.20
NUCLEOGUARD UPS Guard Column Cartridge 4/3 Universal RP 4 x3mm 728779.30

Do you want to learn more about MACHEREY-NAGEL HPLC columns?

Catalog Chromatography (EN)
Brochure NUCLEODUR® and NUCLEOSHELL® HPLC phases (EN)
Flyer NUCLEOSIL® (EN)

Any questions? a
O

ur service team is happy
to assist you:

Customer Service Center
Tel.: +49 24 21 969-333
support@mn-net.com
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Chromatography service — Tools and Services for an added
value

www.mn-net.com/chromatography-service

Good to know

The MACHEREY-NAGEL application database provides over 3000 chromatography
application examples from HPLC, GC, TLC and SPE and is accessible free of charge:

https://chromaappdb.mn-net.com
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https://media.mn-net.com/pim/Assets/Catalog-Chromatography-EN.pdf
https://media.mn-net.com/pim/Assets/Brochure-Nucleodur-Nucleoshell.pdf
https://qr.mn-net.com/qr/(PDF)Flyer-NUCLEOSIL-the-original-EN
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MACHEREY-NAGEL

www.mn-net.com

MACHEREY-NAGEL GmbH & Co. KG - Valencienner Str. 11 - 52355 Diren - Germany
DE +49 24 21 969-0 info@mn-net.com

FR +33 388 68 22 68 sales-fr@mn-net.com
CH +41 62 388 55 00 sales-ch@mn-net.com

US +1 888 321 62 24 sales-us@mn-net.com
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